oGRAM

lll‘ta,

(G445, MISSOURI DEPARTMENT OF HEALTH AE NTH ALCOHOL PR

?: 4) STATE PUBLIC HEALTH LABORATORY A 009

Y DATAMASTER MAINTENANCE REPORT “H -8 (Al
Compleie this reporl in duplicate at the time of the regular monthly preventive matntenance check aﬂd Mqaﬁev,da-lnstrumenl
is repaired. Send copy to Department of Heaith; retain orlginal In department file. e s 3(’\\%-
DATAMASTER SN e DATE OF INSPECTION
204145 . 06/02/2009 | cgmissit
LOCATION GF INSTRUMENT {STREET AND CITY) Tl | JIME OFINSBEGTION
Nodaway County Sheriffs Department, Maryville, Missouri 10925

CHECKLIST: Place a check () 1o the left of each tem [f fotind 1o be satlsfactory or if operating within established limits. (Write
in observed values where delermined.) Unchegked items must be correclad before using instrument, :

V] DIAGNOSTIC CHECK {(PRINTOUT ATTACHED)

COMPUTER ¥l pETECTOR

Y] PROGRAM 1 FiLTERS

[/l HEATERS SAMPLE CHAMBER __ 0o ¥ QUARTZ STANDARD
IVl FLOW DETECTOR V] CALIBRATION |
PUMP HIGH SPEED 1 PRINTER

INDICATOR LIGHTS

TIME AND DATE

i/} SIMULATOR TEMPERATURE {34°C 4 0.2°C)

] CALIBRATION CHECK -
Run three tests using a standard solution. All three tests must be within & 5% of the standard value and must have a
spread of .0NG-or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTAGCHED) (USE
RECIRCULATION PUMP)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 15 TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ 097% TEST2 ™ .098% TEST3 W™ 098%

/I PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

[¥] NUMBER OF REFUSALS, SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSBALS (O {(0-.04) i (.05-.09) 0 {.10-.14) 3 {.16-.19) t {Over .18} 0

List any new paris and describe any alteration or modification that was made to restore the Instrument o operate satisfactorlly
and within astablished limits {use other side if necessary)
Meets DHSS Standards

Guth Laboratories, Inc. .10% Solution; Lot #08340, Bottle #969, MFG. Date 10/15/2008, Exp. Date 10/15/2009

INSPECTING OFFICER

SIGNATURE PRINT NAME

Y 08 L D. R. Reuter

TYPE || PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER

920088 Exp. Date 04/22/2011 (816)387-2345
MO 580-14G8 (-84} AN EQUAL DPFOATUNITY/AFFIAMATIVE ACTION EMPLDYER Lab.~116

senvices provsded on a ngndiscnminatory basiy



CERTIFIED ALCOHOL REFERENCE

SOLUTION FOR SIMULATOR

08340 10/15/08 10/15/09
LOT NO. MFG. DATE EXP. DATE

275 Gal. 500 ML %é q
LOT VOL. BOT. VOL. OT. NO.
When this reference solution is used with a breath
simulator certified by Guth Laboratories, & properly
operaiing instrument will read 0.10
Tor additional information contact:
Guth Laboratories, Inc.
590 North 67" Street, Harrisburg, PA 17111
Toll Free 800-233-2338
Rev, 4/02 @

_//////—J
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‘Printed on recycled paper with agsi-based inks CMSU 2208-02




. Face This Side,i)ciwi);;‘;‘-_,’l’liis Edge In First
- =|BAC DataMaster | —
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Printed on resycled paper with agri-based inks
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-Printed on recycled paper with ags-based inks
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

DALE R. REUTER

is hereby authorized to instruct and supervise operators, train Instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986,

Yoln § Vtathuinis oAt

oo 04/22/09
920088
04/22/2011

Director of State Public Health Laboratory
7. L
%‘1‘;&17[ / 2 - p%

Dirsotor, Deperiment of Heaith

Number

Expires

MO 580-0771 (7-88) Lab, 4 (R7-88)



